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FDA

A new MedWatch Safety Alert recall: LIFEPAK® 15 Monitor/Defibrillator by Stryker: Recall - Due to Lock
Up (blank monitor display with LED lights on) after a Defibrillation Shock is Delivered was just added to the

FDA Recalls web page.

You can read the complete recall at: https://www.fda.gov/Safety/Recalls/ucm630455.htm

Bureau of Emergency Medical Services

Business: (603) 223-4200

Toll Free: 1-800-371-4503
http://www.nh.gov/safety/divisions/fstems/

Bureau of Fire Training and Administration

Fax: (603) 271-1091


https://urldefense.proofpoint.com/v2/url?u=http-3A__app.info.fda.gov_e_er-3Futm-5Fcampaign-3DFDA-2520MedWatch-2520Recall-2520Notice-2520-2D-2520LIFEPAK-25C2-25AE-252015-2520Monitor-252FDefibrillator-2520by-2520Stryker-26utm-5Fmedium-3Demail-26utm-5Fsource-3DEloqua-26s-3D2027422842-26lid-3D6329-26elqTrackId-3Da2c275c628a5458d9590bb9a18cd3a54-26elq-3D9312cb925301485998036e3f4d11c902-26elqaid-3D6606-26elqat-3D1&d=DwMGaQ&c=vYl7KJMDeuM7F-Nqf_hfailBifPmyspo7hrJGlNN7nU&r=GhQPy5Qq4KbGxURpqFxZjFL7T_eoK6vAQ3TE5Y3PXwA&m=_zBcd7Uwsl3j4VT4huWHMBnZYNsGMgGzzDErUYNzqVM&s=2xHy45i-lEHKzibmsG0gNSkMC7NS3MOqk6KBpClIywE&e=

